Electrets for use as dosimeters in radiography.
A compact device for the manufacturing of electrets and for the measurement of the dose to the skin of the patient in radiography has been developed and described. The surface potential of a polarized polymer electret decreases when it is exposed to radiation. The measurement of the variation in surface potential appears to be a reliable method for the evaluation of the dose. The electret does not disturb the examination nor the radiographic image as it can be given tissue equivalent properties.